
ORGANICS ANALYSIS DATA SHEET 
Volatiles by Method 624/8240 

Lab ID: A061 C 
Matrix: Waters 

Data Release Authorized: ~ff~ 
Report prepared: 03/02/92- MAC:C PAT 

Instrument: FINN Ill 
Date Analyzed: 02/28/92 

CAS Number µg/L 
74-87-3 Chloromethane 2.0U 
74-83-9 Brom om ethane 2.0U 
75-01-4 Vinyl Chloride 2.0U 
75-00-3 Chlo roe thane 2.0U 
75-09-2 Methylene Chloride 2.0U 
67-64-1 Acetone 5.0U 
75-15-0 Carbon Disulfide 1.0U 
75-35-4 1. 1-Dichloroethene 1.0U 
75-34-3 1.1-Dichloroethone 1.0U 

"?-60-5 Trons-1,2-Dichloroethene 1.0U 
.v6-59-2 Cis-1.2-Dichloroethene 1.0U 
67-66-3 Chloroform 1.0U 
107-06-2 1.2-Dichtoroethane 1.0U 
78-93-3 2-Butanone 5.0U 
17-55-6 7, 1.1-Trichloroethane 1.0U 
56-23-5 Carbon Tetrachloride 1.0U 
75-27-4 Bromodichloromethone 1.0U 
75-69-4 Trichlorofluoromethane 2.0U 

Surrogate Recoveries 
dB-Toluene 102% 
Bromofluorobenzene lOC°k 
d4- 1.2-Dichloroethane 104% 

• Sample: W1-GW-M03-01 

QC Report No: A061-Weston/Boeing 
Project No: 8247-175 

2-10 
VTSR: 02/26/92 

Amount Purged: 5 mis 
Conc/Dil: 1 to 1 

CAS Number 
78-87-5 1,2-Dichloropropane 
10061-02-6 Trons-1.3-Dichloropropene 
79-01-6 Trichloroethene 
124-48-1 Dibromochloromethane 
79-00-5 7, 1,2-Trichtoroethane 
71-43-2 Benzene 
10061-01-5 cis-1,3-Dichtoropropene 
75-25-2 Bromoform 
108-10-1 4-Methyl-2-Pentanone 
591-78-6 2-Hexonone 
127-18-4 Tetrachloroethene 
79-34-5 1, 1.2.2-Tetrachtoroethone 
108-88-3 Toluene 
108-90-7 Chlorobenzene 
lOD-41-4 Ethylbenzene 
100-42-5 Styrene 
1330-20-7 Total Xylenes 
1, 12-Trichloro-1.2.2-trifluoroethone 
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µg/L 
1.0 u 
1.0 u 
1.0 u 
7.0 u 
7.0 u 
7.0 u 
1.0 u 
1.0U 
5.0U 
5.0U 
1.0U 
1.0U 
1.0U 
1.0U 
1.0U 
1.0U 
2.0U 
2.0U 

Data Reporting Qualifiers 

Value If the result is a value greater than or B This flag is used when the analyte is found 
equal to the detection limit. report in the blank as well as a sample. Indicates 
the value. possible/probable blank contamination. 

u Indicates compound was analyzed K This flag is used when quantitated value 
for but not detected at the given falls above the limit of the calibration 
detection limit. curve and dilution should be run. 

J Indicates an estimated value when M Indicates an estimated value of analyte 
result is less than specified detection found and confirmed by analyst but 
limit. with low spectral match parameters. 

B-DUW2-2430057 


